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Quanteon 
User Change 


1. Look in the Quanteon calendar to see if someone is going to use the cytometer 
after you and call the person. Telephone numbers are in the user list 


2. If you cannot get in contact with the next user you have to contact the FACS 
Core Facility personnel 


3. You need to clean the cytometer for the next user, before your reserved time 
runs out. 


4. Log out of your account* 
5. Log into the “QC_and_User_Change” account 


6. Goto Instrument and choose the Cleaning button. 
The cleaning procedure takes about 14 minutes. 


*If you want to do data analysis while cleaning, you do not log out of your 
account before starting the cleaning procedure. 


Quanteon 
Shut down 


1. Look in the Quanteon calendar to make sure no one is using the Quanteon after 
you. 


Press the power button and the Quanteon will shut down by itself. 
You can work on your files while the Quanteon is shutting down 


Exit your account 


+ a i 


Shut down the computer 
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